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* Note: The PURGE function is only available if there is a program in the pump. 
  Warning: Failure to use the anti-siphon valve may result in unrestricted flow. 

GEMSTAR® AMBULATORY INFUSION PUMP 
PRIMING PUMP SETS WITHOUT A DRIP CHAMBER  

USING THE PURGE KEY* 
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* Warning: Failure to use the anti-siphon valve may result in unrestricted flow. 

GEMSTAR® AMBULATORY INFUSION PUMP 
PRIMING SETS WITH EXTENSIONS* 

 

 

 
 

 
 

 

 
 

 
 


